**2100 Retriever**

A. Depressurising valve
B. Control display lights:
   - L1 - Power on
   - L2 - Pressure rise indicator
   - L3 - Cycle conditions reached
   - L4 - Cycle completed
   - L5 - Problem indicator
C. Pressure rise indicator
D. Closing the lid:
   - Align black arrows
   - Turn clockwise to close.
E. Slide chamber
F. Chamber rack
G. Rack is placed into the Bucket
   Slide Chambers are placed into assembled Rack
   The Bucket is placed into Retriever